We developed a panel of multiplex quantitative real-time reverse transcription polymerase chain reaction (mqRT-PCR) assay consisting of seven internally controlled qRT-PCR assays to detect 16 different respiratory viruses. We compared the new mqRT-PCR with a previously reported two-tube mRT-PCR assay using 363 clinical sputum specimens. The mqRT-PCR assay performed comparably with the two-tube assay for most viruses, offering the advantages of quantitative analysis, easier performance, lower susceptibility to contamination, and shorter turnaround time in laboratories equipped with conventional real-time PCR instrumentation, and it could therefore be a valuable tool for routine surveillance of respiratory virus infections in China.
wider application. First, an automated capillary electrophoresis device is needed, and many laboratories in the Centers for Disease Control and Prevention (CDC) in China do not have this specialized laboratory equipment. Second, the size differences of some amplicons are not large enough for reliable judging of results by untrained staff. Third, there is a need to open tubes after PCR amplification to analyze the PCR products by QIAxcel automatic electrophoresis, which significantly increases the risk of cross-contamination. Given that the laboratories from all of the provincial and most municipal CDC laboratories in China have access to conventional real-time PCR instrumentation, in this study, we aimed to develop a multiplex quantitative real-time RT-PCR (mqRT-PCR) consisting of a panel of seven internally controlled qRT-PCR assays to detect 16 different respiratory viruses: human coronavirus (CoV) 229E, CoV NL63, CoV OC43, CoVHKU1, parainfluenza virus (PIV)1, PIV2, PIV3, PIV4, influenza virus (IV) types A and B, human respiratory syncytial virus (RSV) types A and B, human rhinovirus (HRV), human metapneumovirus (HMPV), human adenovirus (ADV), and human bocavirus (HBoV). Clinical evaluation of the mqRT-PCR assay panel was conducted and compared with the two-tube assay in parallel.
The mqRT-PCR assay panel consisted of seven separate assays with primer/probe sets covering 16 human respiratory viruses: assay 1, IVA and IVB; assay 2, CoV OC43 and CoV 229E; assay 3, CoV NL63 and CoVHKU1; assay 4, PIV1, PIV2, PIV3, and PIV4; assay 5, HMPV and HBoV; assay 6, HRV and AdV; assay 7, RSVA and RSVB. Primers and probes were designed based on conserved target regions of the viral genomes, using Primer Premier software version 5.0 [15] . For all primer and probe sequences, BLAST analysis was performed in silico to ensure specificity, and no cross-reactivity was observed. Subsequently, in the initial development of the mqRT-PCR assay panel, the sensitivity of each assay for each virus type/subtype was thoroughly evaluated individually using serial tenfold dilutions ranging from 10 to 10 5 copies of in vitro RNA transcripts (for RNA viruses) or cloned plasmids (for DNA viruses). The specificity of each assay was also extensively examined using in vitro RNA transcripts and cloned plasmids as well as archived samples. No obvious cross-reaction was observed in the multiplex assay panel. The limit of detection was 20 copies per reaction for PIV2, PIV3, RSVA, HBoV and Adv, and 200 copies per reaction for the other 11 virus type/ subtypes. The individual reactions within each assay were distinguished using probes with different fluorophores. The sequences of the primers and probes and the target genes are listed in Table 1 . Each assay also contained an endogenous RNase P (human genome ribonuclease P) gene as an internal control.
Each mqRT-PCR assay was carried out individually in a 25-μl reaction volume. RT-PCR buffer mix (7.5 µl) was combined with 7.5 µl of each primer/probe set and 5 µl of 5 × enzyme mix (AgPath-IDTM One-Step RT-PCR Kit; Applied Biosystems, Waltham, Massachusetts, USA). Nucleic acid extracts (5 µl) were added to seven wells of each primer/probe set. The following cycling conditions were used on a 7500 Real-Time PCR Instrument (Applied Biosystems): 30 min at 50 °C, 5 min at 95 °C, 40 cycles of 10 s at 95 °C and 45 s at 55 °C. Threshold cycle (Ct) values were determined by manually adjusting the fluorescence baseline to fall within the exponential phase of the amplification curves, and above any background signal. A test result was considered positive if a well-defined curve was obtained that crossed the threshold cycle within 40 cycles. A mixture of plasmids was included accordingly as external positive controls in all runs to monitor assay performance. For comparison, the two-tube assay was performed using a One-Step RT-PCR Kit (QIAGEN, Hilden, Germany) in a 25-μl volume according to previously described protocols, and the products were analyzed using QIAxcel automatic electrophoresis equipment with a QIAxcel DNA High Resolution Kit. If results were discordant between the mqRT-PCR assay panel and the two-tube assay, both tests were repeated concurrently to evaluate any problems relating to sample degradation or potential hands-on error. Assignment of samples as having concordant or discordant results was based on the results of duplicate testing by both methods. If the results were still discordant, RT-PCR was then performed, followed by sequencing using a pair of primers from other literature (data not shown) [16, 17] .
A total of 363 sputum specimens were obtained from patients with CAP who were admitted to the Children's Hospital, Zhejiang University School of Medicine, China, between February and July 2017. Ages ranged from 1 month to 18 years, and 350 (96.4%) were under 3 years old. Trained staff collected sputum by adding 2 ml of transport medium and pipeted the samples into separate aliquots, which were then stored at − 80 °C. Total RNA/DNA was extracted from 200 µl of clinical sample using a QIAamp Viral RNA Mini Kit (QIAGEN). The extracts were eluted into 50 µl of DNase-and RNase-free water and stored at − 80 °C. All of the extracted nucleic acids were tested using both the mqRT-PCR assay panel and the two-tube assay. Of 363 samples tested, 340 (93.66%) and 332 (91.46%) were positive for one or more viruses by the mqRT-PCR assay panel and two-tube assay, respectively. PIV2, 229E and HKU1 were not detected by either of methods. The overall agreement in detection of each pathogen between the two-tube assay and mqRT-PCR assay panel is shown in Table 2 . All the positive specimens with discordant results that were confirmed by mono-PCR and sequencing to be true positives are shown in Table 3 .
We compared the performance of the mqRT-PCR assay panel with that of the two-tube assay and found that 19 viruses in 17 samples were detected only by the two-tube assay and confirmed as true positives by sequencing [10, 18, 19] . These viruses included HRV (n = 10), PIV3 (n = 3), OC43 (n = 2) and HMPV (n = 4). The two-tube assay appeared to have superior sensitivity to the mqRT-PCR assay panel for detecting these four viruses. We further tested the performance of the mqRT-PCR panel using 25 archived clinical samples that were positive for four viruses (10 for HRV, and five each for PIV3, OC43 and HMPV).
Complete agreement with the two-tube assay results was achieved in nearly half of the samples (five for HRV, three for PIV3 and OC43, and two for HMPV). These discrepancies are most likely due to primer design, since we selected different conserved regions of the same genes or different gene targets for these two methods. For example, two primers (HMPV-1 and HMPV-2) were designed to amplify the L and N genes of HMPV in the two-tube assay, while the mqRT-PCR assay panel was designed for amplifying the F gene. The 10 HRV-positive specimens that were positive in the two-tube assay but negative in the mqRT-PCR assay panel were from cases of HEV infection. HRV and HEV are closely related viruses. Using this method, it is difficult to distinguish the 5' untranslated regions of these groups of viruses, resulting in possible cross-reactivity. The primers of the mqRT-PCR assay panel were designed for the detection of the HN gene of PIV3, while the two-tube assay was designed for amplifying the HA gene. This discrepancy might lead to higher sensitivity of the two-tube assay for the detection of PIV3.
In this study, the samples were not collected in winter (February to July). The prevalence of viruses can vary by geography and season. PIV3 infections were most commonly detected in the spring and summer, although infections do occur year round. Only four specimens tested positive for PIV4, and lower respiratory tract infection with PIV2 and PIV4 occurred less frequently than with PIV1 and PIV3 in previous studies [20] [21] [22] [23] . In the United States, 229E, OC43 and HKU1 have been shown to follow different seasonal patterns, with outbreaks of 229E occurring in winter, OC43 in spring and autumn, and HKU1 in summer [24, 25] . OC43 and HKU1 were detected in this study following the same seasonal patterns. Although PIV2, 229E and NL63 were not detected in this study, we detected a few stock clinical samples previously identified as PIV2, 229E and NL63 using both the mqRT-PCR panel and two-tube assays. This demonstrated that both assays worked well for detection of these three viruses (data not shown).
The two-tube assay requires that the tubes are opened after PCR amplification for QIAxcel automatic electrophoresis, whereas the mqRT-PCR assay panel is a closed system that effectively avoids contamination. By splitting a panel into seven multiplex reaction assays, individual mixes can be modified easily if needed without affecting the other mixes, which can allow for more-efficiently targeted testing based on epidemiological findings. Another advantage of the mqRT-PCR assay panel is the saving of hands-on time. The assay panel requires 2-3 h to complete 54 samples, including 30 min to prepare the PCR mixture, while the two-tube assay usually takes 3-4 h. Also, the mqRT-PCR assay panel is easily integrated into the workflow of laboratories using conventional real-time PCR platforms and can be performed after little training. In addition, the human RNaseP gene as an internal control is readily detected to validate the RNA extraction procedure and to prevent sampling and RT-PCR errors. Notably, the mqRT-PCR assay panel allows for quantitative analysis, which should become increasingly helpful for epidemiological studies, for assessing clinical outcome according to virus type or viral load, and for evaluating antiviral agents [17] .
The mqRT-PCR assay had some limitations. First, the mqRT-PCR assay panel required seven parallel assays with only moderate throughput in each assay. It should be optimized to develop a single-tube mqRT-PCR to detect as many viruses as possible in one assay. Second, for the detection of HRV, PIV3, OC43 and HMPV, the sensitivity of the mqRT-PCR assay panel was lower than that of the two-tube assay. Competition for reagents might have decreased sensitivity for detection of these viruses in a multiplex format. Third, our study was limited by the failure to collect samples throughout the entire year. Increasing the sample size and year-round detection would be important improvements.
In summary, this study demonstrates the clinical performance of an mqRT-PCR assay panel for the detection of 16 viral respiratory pathogens. The mqRT-PCR assay panel is easy to use, and brings us closer to the mainstream adoption of molecular diagnostic testing. The further optimization, evaluation and widespread use of the mqRT-PCR assay will provide a valuable tool for routine surveillance of respiratory virus infection in China.
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